Background: The purposes of this study were to develop a machine learning-based implant recognition program and to verify its accuracy. Methods: Postoperative anteroposterior (AP) X-rays (!300 dpi) were collected of patients who underwent total hip arthroplasty. X-rays with a wire or plate added and those without a true anteroposterior view were excluded. A total of 170 X-ray images of hip implants from 29 brands were collected from five hospitals and a Google image search. These collected images were manually reorganised to ensure appropriate labelling. Collected images were preprocessed to have grey-scaled pixels with histogram equalisation for efficient training. Images varied by þ10/ À10
Introduction
The rates of hip disease and fragility fracture are increasing as the population ages. One of the best methods for treating elderly patients is total hip arthroplasty (THA) [1, 2] . Many kinds of implants are available, and the rate of revision is increasing [3, 4] . Revision surgery success depends on the preparation of the device including collecting information on previous implants such as the size and type. Because the number of revision patients has increased in the past 30 years, patients may not know information about their previous surgery [5] . For such cases, it is difficult to prepare stem revision preoperatively.
Stem type, taper size, and design differences among appliance companies are very important for selecting a surgical option. It is therefore very important to know such information beforehand based on preop-erative X-rays. This knowledge will enable the management of implants that will be developed in the future. Image-based machine learning programs have recently been applied to diagnose many diseases [6] [7] [8] [9] . In particular, patient care quality is increasing because of the use of image-based machine learning programs in cancer diagnosis and diabetic retinopathy (DR) [9] .
The purposes of this study were to develop a machine learning-based implant recognition program and to verify its accuracy.
Materials and methods

Materials
Postoperative hip anteroposterior (AP) X-rays were collected after THA. True AP hip radiographs are taken in a supine position, one of the most common mistakes is image distortion as the hip is externally rotated. Thus, either both patellae should be facing forward or lower extremities should be internally rotated by 15 and À20 to accommodate femoral anteversion in AP hip radiographs [10] . Only those with !300 dpi were included in this study. X-rays with a wire or plate added and pictures without a true AP were excluded. 
Implant classification model construction
A total of 170 X-ray images of hip implants from 29 brands were collected from five hospitals ( Table 1) . These collected images were manually reorganised to ensure correct labelling. Collected images were preprocessed to have grey-scaled pixels using a histogram equalisation enhancing the outlines of images. This method allows the images to be properly compared for efficient training. Collected images were augmented by flipping horizontally, and image orientation was changed from À10 to 10 .
The recognition model structure consisted of two steps: (1) object detection by YOLOv3 (https://pjreddie.com/darknet/yolo/).
For YOLOv3 object detection, stem portions of hip implants in X-ray images were square-labelled using a piece of software (https://github.co m/tzutalin/labelImg). Model training was performed with the Keras deep learning platform. Beta-evaluation was performed using Flask (htt ps://github.com/pallets/flask).
Results
We first collected 170 X-ray images of hip implants and manually square-labelled the stems to build a stem detection model using YOLOv3.
Because of the small number of images, we tried to overfit the object detection model on all images; however, the validation of 58 newly labelled X-ray images showed high accurate stem detection (mean average precision, > 0.99).
It is very hard to collect high-quality X-ray image of every brands of stem. To overcome this problem, we planned to build the classification model to extract the features from images as feature extractor. Then, we can extract the feature vectors from any X-ray images of stem (object extracted by YOLOv3) that can even include the new stem from the outside of training set. Using the output feature vectors, we implement the clustering among the stems in our database and the query stem to find the nearest stem brands.
To carry out the plan, first, image augmentations including histogram equalisation, flipping, and rotation were applied to increase the amount of training data, resulting in 3606 augmented X-ray images (Fig. 1) . Then, we split the images into the train and test set with ratio of 3:1, respectively. Manually labelled images were successfully trained into the stem classification model; a feature extractor based on the CNN architecture. Using the output feature vectors from the model, we implement clustering that could properly group the query image into the known brands (Fig. 2) .
Our simple CNN architecture consisted of six layers. Inputs (224 Â 224 grey-scale images) were passed through two layers of convolution and one max pooling layer to generate a feature map and feed into two fully connected layers that generated 29 class outputs. After training, the receiver operating characteristic curve was drawn with test set containing 25% of all stem-cropped images, showing an area under the curve (AUC) of 0.99 (Fig. 3) .
Discussion
The main result of this study was that instrument identification was very accurate, with an AUC of 0.99 despite the small amount of data. DR is the most commonly used disease in deep learning-based diagnosis. Verbraak et al [9] performed a study to determine the real-world accuracy of diagnosing DR in 1616 patients with type 2 diabetes. They reported that the hybrid deep learning-enhanced device's sensitivity/-specificity against the reference standard was 100%/97.8% for vision-threatening DR and 79.4%/93.8% for more than mild DR.
Conventionally, practices in orthopaedic surgery performed based on the subjective opinion of surgeons are changing thanks to the use of machine learning and deep learning. Milimonfared et al [11] performed a study to implement a computer-based visual scoring method for objectively rating corrosion damage to metallic stem tapers of retrieved hip implants. In addition, they have tailored existing methodologies to develop an intelligent algorithm, using digital image processing and machine learning so that corrosion scores can be automatically and objectively assigned for retrieval studies. In the present study, we were able to quantify taper damage more objectively, which could affect the postoperative results. In the present study, the AUC for X-rays in the test set was very accurate. In addition, object detection was very accurate when image quality was good. However, if similar product and version were changed, the accuracy of the delineation was reduced. In the future, it will be necessary to construct a database using X-rays published in articles and provided by the company. Nonetheless, this study will help surgeons plan revision surgeries.
The selection of a surgical instrument for revision THA is very difficult if there is no hospital record from the original procedure. When revision THA is performed with stem retention, it is important to identify the stem type preoperatively to select the bearing. In addition, it would be possible to presort revision options and prepare bearing options for each company in advance. Furthermore, if the application information is provided in the implant database, surgery preparation will be much easier. Through these techniques, it is possible to construct large-scale implant datasets by systematically collecting various information and identifying problems or improvements. This study has several limitations. First, implant classification accuracy was poor for low-quality photographs. A hip implant X-ray image database needs to be developed using a well-designed quantitative image collection protocol for the internet. Second, the number of images for each brand was highly varied because of data collection limitations. We tried to overcome this by performing image augmentation, but this can result in overfitting problems. Hospital-wide image collection efforts would be necessary for continuous update of our feature extractor. Third, there was a personal information problem associated with creating applications. Each country is subjected to artificial intelligence-based privacy protection regulations. Consensus agreements will be required to overcome this barrier. Moreover, it may not be cost-effective to simply use the application for implant identification. In the future, it will be used to construct a large-scale database of artificial joints and expanded to various other implants. In addition, we are developing software that can help users plan surgeries by constructing databases of information and precautions for different implants. In addition, high-quality image databases such as computed tomography scans can be used to help develop next-generation implants.
This program has the following clinical relevance. First, we can prepare the implants needed for revision surgery by identifying the old types of implants. Therefore, it is possible to prevent stem removal caused by improper preparation of the bearing option. Second, it can be used to diagnose peripheral osteolysis or periprosthetic fracture by further developing the ability to sensitise implant detection. Third, an automated implant detection system will help organise imaging data systematically and easily for arthroplasty registry construction. Finally, in the near future, implant information such as taper size, stem size, and angle included in the implant detection system will help make our surgical planning easier and more accurate.
In conclusion, the identification of selected femoral stems in patients with THA was very accurate with an AUC of 0.99. In the future, this technology can be used to collect large-scale implant information.
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